. Instrument operator, ; " Kyle Valefio -
‘to verify the Callbratlon Oi L apove msuumnent.

VERIFICATION OF CALIBRATION REPORT

of DataMaster cdm Breath Test Instrument 08
State of Alaska gep 2520
Scientific Crime Detection Laboratory - Statewide Breath Alcohol Program
o~

DataMaster cdm S/N 130117

Supervisor/Opetator Performing the Verification Procedure:
Name __ KYLE VALERIO ~_ ID# 2093 Date __9-22-2008

A L :
Agency _ KODIAK POLICE DEPARTMENT : : Phone # _(907)486-8000

Instrument Location __ 2 17 LOWER MILL BAY ROAD? KODIAK, AK. 99615

ZAleo SN _58442, Y ' Target Value-_,081 v High Pressure ___800
B R . - o
Alco Test Values 077 4 N 077 /
: 1* Alco 2™ Alco

Signature

N4/61
7

(OVER)
(Do Not wrtte in the area below)
- Under the Alaska Rules of Evidence, | certify that; -

(a) I am: Jeanne Swartz , Forénsic Screntrst III Scientific Crime Detection Laboratory State of |
Alaska Department of Publrc Safety, and was, at the time of signing, the custodian of the records of
- the aforementioned laboratory and the signature was made in my official capacity as Smentrﬂc

- Director Desrgnee of the State Breath Alcohol Testing Program. :

.(b) The verrfrcatron of calrbratron for the above mstrument has been recerved and revrewed

(c) This instrument is certified for evidentiary use and these records are being retained as original
documents in my custody. :

Signed and seale

oty Sl

Whose name appears |n my records is: quallfred: -

anne Swartz Date
Scientific Director Designee
State of Alaska
State Breath Alcohol Testing Program

BT9 03/00



VERIFICATION OF CALIBRATION REPORT

of DataMaster cdm breath Test Instrument
State of Alaska
Scientific Crime Detection Laboratory - Statewide Breath Alcohol Program

DataMaster ecdm S/N 130117 :./

(CONTINUED FROM FRONT PAGE) .

C TAPE THE TEST STRIP FROM THE NONDRINKING SUBJECT TEST AND THE DIAGNOSTIC
A . CHECK IN THE MARKED BOXES.

" NONDRINKING SUBJECT TEST =~~~ DIAGNOSTIC CHECK -

- FLASKR DEFRRTHENT (F PUBLIC SAFETY
DATAOSTER cdi 138117
FLAGKR CEFARTIENT OF PUBLIC SAFETY -  PTERR W, R
DRTAMASTER cds 138147 S TE 58
SEPTENGER 22, 2008 ‘(@{\65 R C— DIRMISTIC HECK —
IFERR S e | o - pUTER: L
 OFERATOR'S HYBER: 2093 - - BRA: (Y
1] . SOETIERT TTE: R
‘ M%?T,n S FIRST IRHE/ A »-GFThEEt LrHT'V @mx{ﬂ
o HEATERS ‘
051 A o | g%gg%ﬁ aleR
(RSE/REPORT: 2300000 . . ' i
e wE m . BROEER:  BZn
ALED Sk T o '  FLOM DETECTER: ey
" j'_—ansnmmm : S ﬁﬁ;ﬁcp@w o '.%zz‘nv" L
i ?gﬂ%gm 3.7 "ng1 ‘ 'J’isas o TN ST L T T
‘ C o oEmEmRe o '
B TEST w5 B
CIVERGL STRORRD  URIFIED 1S . . RS o
A0 TU 3057 din a"rf 15497 S o
%ﬁ&% - . \6&2% S CUARTZ STRDARD: Y
BLAHK TEST %O L5189 CALIBRATION: (KA
RO T I in - w?/ 1389 . , _
BLONK TEST [ - PRINTER TEST

TR (- /R TASRTE0 8= PRECDERG
HJKLHHOPGRS IV 20N I mcdwfghijklmno
parstuvayzii g
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