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I. Nita J. Bolz, after being first duly sworn. depose and state as tollows:

(1) Tam a Forensic Scientist IV at the State of Alaska Scientific Crime Detection Laboratory.

(2) The Alaska Scientific Crime Detection Laboratory is an entlity within the Department of Public Safety.

(3) T'am the Scientific Director of the State Breath Alcohol Program.

(4) In that capacity. I am responsible for overseeing the breath alcohol program. including assuring that persons
responsible for verifying the calibration of instruments are properly trained and qualified. 1 also am responsible for
maintaining the records of the program,

(5) The attached verification is a true and accurate verification of calibration that reflects a regularly conducted and

regularly recorded activity of the breath alcohol program performed by a person trained and qualified to conduict the
verification.

[ he referenced instrument is certified for evidentiary use in the State of Alaska.
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(CONTINUED FROM FRONT PAGE)

TAPE THE TEST STRIP FROM THE NONDRINKING SUBJECT TEST AND THE DIAGNOSTIC
CHECK IN THIE MARKED BOXES.

NONDRINKING SUBJECT TEST DIAGNOSTIC CHECK

ALRSER DEPRTHENT 0F PUBLIC SAFETY
DATEMESTER cda 170132
7LFGKN DEPETHENT OF PUBLIC SAFETY
DATRASTER b 17813 } HIPCH B2, W1
THE 1%
FopCH 82, 28t _
o — DIFHISTIC CHELK —
TR W D
{081 115 TERER 4 CONPUTER: oy
OFERATIR'S MBBER: 6715 ,
sﬁcr’s LAST WRE: PROGRR: W
mmcrs FIRST NREMI : SOFTWRRE. DATE: 081
o.L. #: v0C HEATERS :
DEFT/ZEENCY: 171 SUPLE CHBER: 49
CRBE/REPIRT: UOC BREATH TUEE:. 4c
TEST TFE: U )
FL.CO TARRET URLUE: .07 BARDKETER: B9 in
RLCO SAH: SIS )
FLOW DETECTOR: o
— BREATH RNRLYSIS —-
: PP
977 IETD FIR 2.9 in - HIGH SPEED: R
ALCD TARGET 877 1159
BLBRK TEST ) 11:51 © DETECTOR: Ry
TNTERMAL STRDARD UERIFIED 11351
AT AR in 3 1155 FILTERS: Ay
BLEHK TEST N 11152
SIRJECT SHPLE N\ 1153 QURRTZ STRHDARD: w3
BLANK TEST A T .
ROOWHSin 7 B {54 (AL IBRATION: Ry
BLAH TEST B s _
< PRINTER TEST

G Ot - /B AT (=
AKLAOPGRSTIRGRVZT 1. abcdadohi
sqrsbvenyz{il




