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I, Nita J. Bolz, after being first duly sworn, depose and state as follows:

(1) I'am a Forensic Scientist [V at the State of Alaska Scientific Crime Detection Laboratory.

(2) The Alaska Scientific Crime Detection Laboratory is an entity within the Department of Public Safety.

(3) I'am the Scientific Director of the State Breath Alcohol Program.

(4) In that capacity, I am responsible for overseeing the breath alcohol program, including assuring that persons
responsible for verifying the calibration of instruments are properly trained and qualified. I also am responsible for
maintaining the records of the program.

(5) The attached verification is a true and accurate verification of calibration that reflects a regularly conducted and
regularly recorded activity of the breath alcohol program performed by a person trained and qualified to conduct the

verification.
(6) The referenced instrument is certified for evidentiary use in the State of Alaska.

Scientific Director
State Breath Alcohol Program

SWscribed and sworn beforé the this §§ day of”kp\)y , 2010.

{ LM (Notary Seal Stamp)
Carolyn M. Noland
Notary Public, State of Alaska
Commission Expires with Office

BT9 03/00




VERIFICATION OF CALIBRATION REPORT

of DataMaster cdm breath Test Instrument

State of Alaska

Scientific Crime Detection Laboratory - Statewide Breath Alcohol Program

DataMaster cdm SN /32735

(CONTINUED FROM FRONT PAGE)

TAPE THE TEST STRIP FROM THE NONDRINKING SUBJECT TEST AND THE DIAGNOSTIC

CHECK IN THE MARKED BOXES.

NONDRINKING SUBJECT TEST

ARSKR DEPRRTIENT OF PUBLIC SACETY
DANSTER ce 1135 o~

WLz B8 .
C(f,,.nv

OPERATIR'S III'E
VERY/MICHEL/

mm’s maz- 359&

SUBJECT’S LAST HE:
UERTFICATION ‘

SIRIECT'S FIRST NIEAT :
OF CALIBRATION ‘

oL 418

DF/AGEEY: LA

CRSE/REPORT:

TEST TE: ¥

o m WLIE: 083 V

+ — BREATH ARLYSIS —

385 ADNSTED FOR 29.77 in

BLANK TEST 008
{STERHL STRDAR VERIFIES
: Flm TU BAin .-

gg‘wm ;

‘H.CGW’HY?m 8
BLANK TEST ]

_T_{,_m :

BT9 03/00

. 18156
1 18157
1625?

I DIAGNOSTIC CHECK
s
oL, e
THE Bg |

— DIRGNOSTIC OECK —-
COMPUTER: e
mm:ﬂ : o |

 SOFTURE DATE:  wwm
»Lm; .7 in
FLOV DETECTIR: W
% SPEED: m
DETECTOR: oKy
 FILTERS: o
. BARTZ STRNDARD: Ky
CALIBRATION: oy
PRIVTER TEST

REREOd -, B TSR0 8= YT IERS
MM”B&RP@M@M[\}" * abedefohi iklmno
mtwmaz{‘ i)




