] VERIFICATION OF CALIBRATION REPORT -

Of DataMaster cdm Breath 4est Instrument
State of Alaska

\ Sczem‘zf ic Crime Detection Labomtorjy Statewide Breath Alcohol Program

+ DataMaster cdm S/N 130298‘/
Superv1sor/ Operator Performmg the Verification Procedure:

Name: JAMES C. GIPSON ~_~ ID# _4842_ Date: ___ 01 March 08
A

Agency: Palmer Police Department Phone #: _(907) 745-4811

Instrument Location: _ Palmer Police Department

. v , v . e

Alco S/N: 78855~ Target Value: .076 High Pressure; 1150
B .

Alco Test Value Average: 078 077 _

1** Alco 2" Alco

1 Sy

Signatyre:

(OVER)

Under the Alaska Rules of Ewdenc?D ?\]eo?%te A Vthe area below)

(a) [am Jeanne Swartz , Criminalist lll, Scientific Crime Detection Laboratory, State of Alaska
Department of Public Safety, and was, at the time of signing, the custodian of the records of the
aforementioned laboratory and the signature was made in my official capacity as Scientific Director
Designee of the State Breath Alcohol Testing Program.

(b) The verification of calibration for the above instrument has been received and reviewed.

,lnstruTent operator, Jim Gipson
to verify the calibration or uie avove nsuument.

'(c) This lnstrument is certified for evidentiary use and these records are being retained as original
documents in my custody.

, whose name appears in my records, is qualified

State of Alaska
State Breath Alcohol Testing Program

BT6 9/95
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VERIFICATION OF CALIBRATION REPORT

Of DataMaster cdm Breath test Instrument
State of Alaska

Scientific Crime Detection Laboratory — Statewide Breath Alcohol Program

DataMaster cdm S/N: 130298

(CONTINUED FROM FRONT PAGE)
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