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Under the Alaska Rules of Ewdence celq Fyh}c W‘ :
(a)- I am Jeanne Swartz_ ,szorenSIc Smentrst III Screntrflc Crlme Detectlon Laboratory, State of
Alaska: Department of Public Safety; and was; at the time-of S|gn|ng, ‘the custodian. of the records of
the: orementloned Iaboratory and-the signature was made in my offrmal capaC|ty as Screntlflc

Dire or De3|gnee of the State Breath Alco ol Testlng Program S S

(b) E:The verlflcatron of callbratlon for the above mstrument has been recelved and rewewed

Instrument operator : Whose name appears in my records is quallfled
, Chrls Ritala _

to verlfy the cailbratron g dUUVE‘-;l;’IbLIUIIlent R o g

s'are-being retained.as original
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