
Alaska  Scientific Crime  Detection Laboratory 
DataMaster Calibration Form 

Version: DMCAF 2014 RO 
Status: Active 

Date:  1 (1116 

Issued: 6/11/2014 
Effective: 6/11/2014 

Instrument # 100 t-400 

Reason for Calibration 

Dej(drx: ow -fiou) 	 sfond 	PelifiAJA 
co-)HA_ 	11-- COD e ( adj14ShYlklAt  

I. Wet Bath Simulator Solution 

a. Level  0 .10 0  

b. Manufacturer  Gi  

c. Lot  1 7 0 C2 0 

d. Expiration Date  2. I ) L-1 I 11 

2. Wet Bath Simulator 

a. Serial Number  DR L-1 I 7 7  

b. Date Calibrated 	  

3. Attach Calibration Factors 
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CALI BRAT I ON FACTORS 

Alaska Department of Public Safety 
DATAMASTER dmt: 100400 

Date: 	01/19/2018 
Time: 	10:55:38 

OPERATOR NAME: 
BRANDI BARNETT 
CERTIFICATE #: 7038 

Ca = 0.1000 
CAL = 0.960593 0.800 <= CAL < 1.200 
bl = 0.0005 0.0000 <= bl < 0.0040 
b2 = 0.0047 0.0010 <= b2 < 0.0100 
b3 = 0.0001 0.0000 <= b3 < 0.0040 
Xq = 0.1063 0.0500 <= Xq < 0.2000 
a21 = 1.196469 1.050 <= a21 < 1.300 
a31 = 0.466641 0.300 <= a31 < 0.800 
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